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Upwelling Shortwave Radiation

Hourly Integrated and Daily Totals

Instrument: Eppley PSP
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Daylight Data Recovery: 0.1% missing; 0.0% exceed the 15% QC threshold -- 4434 total daylight measurements.

Calibration Date: 08/1989

Calibration Factor: 8.244 pV/W/m2

Instrument: Eppley PSP Serial Number: 18035F3

Note: Daily values with a missing flag (*) are not used in monthly statistics.

Prepared by: Afshin M. Andreas, NREL
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